Calcifying aortic stenosis is the most common acquired valvular disease in Western countries; its prevalence increases with age (1). Surgical replacement of the aortic valve is the treatment of choice for high-grade, symptomatic aortic stenosis (2). The therapeutic benefit with respect to relief of symptoms, and with respect to survival, is well documented (2). Nonetheless, in a steadily aging population, cardiac surgery bears an unacceptably high risk for an increasing number of patients with high-grade aortic stenosis because of advanced age and major comorbidity. For these reasons, as many as 60% of all patients with high-grade aortic stenosis currently do not undergo surgical valve replacement, even though their symptoms are severe and their prognosis with conservative treatment is poor (3).

Less invasive, transcatheter techniques for aortic valve implantation have been developed in recent years in order to provide these patients an adequate form of treatment with an acceptably low risk. Briefly, a stent-mounted valve is crimped onto a catheter and then positioned and deployed in the aortic annulus under fluoroscopic control. As the native aortic valve remains in place, these techniques are referred to as transcatheter aortic valve implantation, in contrast to surgical aortic valve replacement, in which the native valve is excised. The procedure is performed on the beating heart without the use of a heart-lung machine and can even be performed without general anaesthesia and ventilation in some patients. Thus, the main sources of surgical risk for these elderly, multimorbid patients can be avoided: the major operative trauma of sternotomy, the consequences of extracorporeal circulation, and the long duration of anesthesia and postoperative mechanical ventilation.

The technical feasibility of transcatheter valve implantation has been demonstrated in case reports for both of the types of aortic valvular prosthesis that are currently approved for use (4–7). These well-documented pioneer efforts were followed by the first reports of the use of transcatheter valve implantation in larger groups of patients (8–10).

In this article, we will discuss the various techniques currently in use, all of which are now being performed at...
The Edwards-Sapien prosthesis (figure 2) is a porcine pericardial valve mounted in a self-expandable nitinol stent. The broader distal end of the stent enables it to be anchored more tightly in the ascending aorta. The physical properties of nitinol allow self-expansion of the prosthesis during deployment. Thus, unlike the Edwards-Sapien prosthesis, the CoreValve prosthesis unfolds without the aid of a balloon. The stent framework of the prosthesis does not impair coronary perfusion. The delivery catheter of the CoreValve prosthesis is of 18 French size. The CoreValve prosthesis, too, is available for both transarterial and (very soon also) transapical implantation. The Edwards-Sapien and CoreValve prostheses are both currently available in two sizes.

### Preoperative Evaluation

In addition to the studies that are routinely performed before aortic valve replacement, patients about to undergo transcatheter aortic valve implantation are evaluated with CT scanning of the chest, abdomen, and pelvis. These studies enable precise determination of the size of the aortic valve annulus, so that the most suitable type of prosthesis and the appropriate prosthesis size can be chosen. The arterial vessels are also evaluated with respect to their diameter, course, calcifications, stenosis, and previous interventions, so that the optimal approach can be planned for the individual patient. A transthoracic or transesophageal echocardiogram provides supplementary information.

### Access Sites

Transcatheter aortic valve implantation can be performed through a variety of access sites, all of which are currently in use at the German Heart Center in Munich.

1. **Transarterial, retrograde transcatheter aortic valve implantation:** (a) Transfemoral transcatheter valve implantation (N = 121; n = 117, CoreValve; n = 4, Edwards-Sapien). Transfemoral access was obtained either by percutaneous puncture (n = 83) followed by closure with an arterial closure device or else by surgical cut-down of a femoral artery (n = 38). The applicability of this approach is limited by the anatomy of the vessels in the inguinal area, and of the aorta. The CoreValve system requires that the luminal diameter of the peripheral artery be at least 6.5 mm, while the corresponding minimum diameter for the Edwards-Sapien system is 7 mm. Contraindications to the transfemoral approach include dissection or severe tortuosity of the iliac vessels or the aorta, e.g. due to scoliosis, and previous bypass surgery or stenting of the peripheral vessels or of the abdominal aorta.

   (b) Transcatheter valve implantation via the subclavian artery (N = 3, all performed with the CoreValve): This

<table>
<thead>
<tr>
<th>Preoperative patient characteristics</th>
<th>N = 152</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Patients overall</strong></td>
<td></td>
</tr>
<tr>
<td>Mean age at time of surgery</td>
<td>81 ± 7 years</td>
</tr>
<tr>
<td>Number (percentage) of female patients</td>
<td>n = 87 (57%)</td>
</tr>
<tr>
<td>Mortality risk (mean; logistic EuroSCORE, <a href="http://www.euroscore.org">www.euroscore.org</a>)</td>
<td>24 ± 15%</td>
</tr>
<tr>
<td>Aortic valve orifice area</td>
<td>0.65 ± 0.19 cm²</td>
</tr>
<tr>
<td>Maximal gradient across aortic valve</td>
<td>79 ± 25 mm Hg</td>
</tr>
<tr>
<td>Mean gradient across aortic valve</td>
<td>49 ± 17 mm Hg</td>
</tr>
<tr>
<td>Coronary heart disease</td>
<td>n = 79 (52%)</td>
</tr>
<tr>
<td>Previous PTCA/stent</td>
<td>n = 28 (18%)</td>
</tr>
<tr>
<td>Previous bypass surgery</td>
<td>n = 24 (16%)</td>
</tr>
<tr>
<td>Pulmonary hypertension (systolic pulmonary artery pressure &gt;60 mm Hg)</td>
<td>n = 41 (27%)</td>
</tr>
<tr>
<td>Chronic obstructive pulmonary disease</td>
<td>n = 36 (24%)</td>
</tr>
<tr>
<td>Renal failure (creatinine &gt;1.5 mg/dL)</td>
<td>n = 30 (20%)</td>
</tr>
<tr>
<td>Previous cardiac surgery</td>
<td>n = 29 (19%)</td>
</tr>
<tr>
<td>Bypass surgery</td>
<td>n = 23 (15%)</td>
</tr>
<tr>
<td>Valve surgery</td>
<td>n = 4 (3%)</td>
</tr>
<tr>
<td>Combined/other</td>
<td>n = 2 (1%)</td>
</tr>
<tr>
<td>Previous stroke</td>
<td>n = 15 (10%)</td>
</tr>
</tbody>
</table>

PTCA = percutaneous transluminal coronary angioplasty
approach can be considered for patients with severely diseased peripheral vessels not suitable for valve implantation. The left subclavian artery is to be preferred, because the angle of implantation by way of the right subclavian artery is unfavorable. In this approach, too, the vessel must be at least as wide as the minimum diameter specified above (see [a]). We have treated three patients with this approach, two through the left subclavian artery and one through the right subclavian artery. The artery is surgically exposed through a 4–5 cm incision below the clavicle.

(c) Alternative approach through the ascending aorta (N = 2, both performed with the CoreValve): In two patients that could be treated neither transarterially nor transapically, the authors implanted a CoreValve prosthesis directly through the ascending aorta. An upper partial sternotomy was performed, and the prosthesis was implanted via aortic puncture.

2. Transapical, antegrade transcatheter aortic valve implantation (N = 26; n = 5, CoreValve; n = 21, Edwards-Sapien): If a transarterial implantation cannot be performed for any of the above reasons, the valvular prosthesis is implanted through the left ventricular apex. A left mini-thoracotomy is performed, and the left ventricular apex is exposed in the fifth intercostal space. The prosthesis is brought into annular position through the left ventricular apex which is secured by pledged purse-string sutures.

Implantation of the prostheses
All patients were treated under general anaesthesia and mechanical ventilation in order to assure stable hemodynamic conditions and to enable immediate intervention in case of complications. The procedures were performed in a hybrid operating room with a permanently installed angiography unit. Thus, we had optimal radiological visualization of the placement of the valvular prosthesis and were at the same time fully equipped for surgery in case any complication should arise that might need immediate surgical treatment.

A balloon valvuloplasty of the stenotic aortic valve is always performed before the prosthetic valve is implanted. A balloon catheter is placed either transarterially or transapically by way of the delivery catheter and then expanded under tachycardic ventricular stimulation (so-called rapid pacing, at 160–180 beats per minute). Next, the catheter bearing the crimped valvular prosthesis is introduced. The CoreValve prosthesis is deployed step-wise on the beating heart; the Edwards-Sapien prosthesis is expanded with a balloon, again under tachycardic ventricular stimulation. The native aortic valve remains in situ and is pushed to the edge of the aortic root by the expanding prosthesis.

Postoperative care and follow-up
All patients were transferred postoperatively to the cardiac surgical intensive care unit and extubated approximately two hours after the procedure. Continuous ECG

Figure 1:
(a) Edwards-Sapien prosthesis
(b) transapical placement
(c) transfemoral placement
(Reprinted with the kind permission of Edwards Lifesciences, Irvine, California)

Figure 2:
(a) Diagram of the CoreValve prosthesis in the aortic root (reprinted with the kind permission of CoreValve, Irvine, California)
(b) Release of the CoreValve prosthesis in the beating heart

Reprinted with the kind permission of Edwards Lifesciences, Irvine, California
monitoring is mandatory for at least three days, because atrioventricular block may arise suddenly even several days after implantation. Lifelong inhibition of platelet aggregation with acetylsalicylic acid (100 mg/day) is recommended for both types of prosthesis; when a CoreValve prosthesis is used, the patient is additionally given clopidogrel (75 mg/day) for six months. The patients were followed up with

- echocardiographic functional testing of the prosthesis before hospital discharge (97% complete data),
- a telephone interview 30 days later (99% complete data),
- a follow-up appointment 6 months later with repeated echocardiography or
- a telephone interview, if the patient could not come for a follow-up appointment (91% complete data).

Statistical evaluation
The data are given in percentages, or else as mean ± standard deviation for normally distributed parameters. Differences between mean values of pressure gradients, NYHA (New York Heart Association) classifications, and subjectively quantified health status were tested with Student’s t-test for paired variables. Survival was plotted on Kaplan-Meier survival curves. The statistical evaluation was performed with the SPSS 16.0 software package (German-language version).

Results
Clinical results
150 of the 152 attempted transcatheter valve implantations were successfully completed. One patient sustained a rupture of the ascending aorta, whereupon the procedure was immediately converted to an open surgical aortic valve replacement. In another patient, a supravalvular dislocation of the prosthesis occurred, so that, again, conversion to an open surgical procedure was necessary. Both of these patients were women. Four patients had cardiac depression intraoperatively, necessitating connection to a heart-lung machine; all four could be stabilized on the machine and were then successfully weaned from it. In this cohort of patients, all of whom were at high risk, the 30-day mortality was 11.8% (18/152; 8 of cardiac/valvular causes, 9 non-cardiac, 1 unknown). Twelve patients died later on in their course (3 of valvular causes, 9 non-cardiac; see figure 3). The most common postoperative complications were third-degree atrioventricular block necessitating pacemaker implantation (31/152, 20%), vascular complications (25/152, 16%), and cerebrovascular events (8/152, 5%).

Before the implantation of an aortic valve prosthesis, 97% of patients were in NYHA stage III or IV; 30 days after the procedure, 86% were in stage I or II, and 83% still were in stage I or II six months after the procedure (p<0.001). The patients were asked to rate their own health status on a subjective scale ranging from 0% (worst possible condition) to 100% (best possible condition); the average values that they gave were 52% preoperatively, 67% at 30 days, and 64% at 6 months (p<0.001).

Hemodynamics
The mean echocardiographically determined pressure gradient across the prosthetic valve was 12 ± 4 mm Hg at the time of discharge and 11± 4 mm Hg six months later. The effective orifice area was 1.56 ± 0.4 cm² at the time of discharge and 1.54 ± 0.3 cm² six months later (figure 4).

The frequency of paravalvular leaks of grade 2 or higher was 11% at the time of discharge and 7% six months later.

Discussion
Since Alain Cribier performed the first successful transcatheter aortic valve implantation in a human in 2002 (11), the technique has undergone further development. It is now being evaluated in a small number of hospitals as a therapeutic option for patients who, for a variety of reasons, cannot undergo conventional surgery. More than 2500 patients around the world have undergone transcatheter aortic valve implantation to date in the setting of feasibility and safety studies (I-REVIVE, RECAST, REVIVAL-1, TRAVERCE, the Siegburg "First-in-Man" trial [12], and the 18F-Safety trial) (figure 5). In Europe and the USA, multiple safety and feasibility studies of the CoreValve prosthesis and an FDA (Food and Drug Administration) approval study of the Edwards-Sapien valve are currently in progress (see http://www.clinicaltrials.gov/ct2/search). No results of these studies have yet been published.
The results that have been published so far from clinical trials involving 22 to 86 patients (8–10, 13, 14) allow only preliminary conclusions to be drawn about a number of unresolved issues that will, in the future, be critical in determining the proper clinical role of transcatheter valve implantation.

First of all, the survival advantage putatively conferred by the new technique has not yet been scientifically documented. The 30-day mortality of transcatheter aortic valve implantation is 9% to 18%, according to the literature published to date (8–10, 13, 14), and currently stands at 11.8% in the authors’ own clinical experience. These figures are lower than the expected mortality of conventional aortic valve replacement in a comparable group of patients, which has been estimated at 24% with the aid of risk scoring. The EuroScore (www.euroscore.org), however, probably does not fully reflect the true risk for a highly selected patient group (15). Comparisons with the mortality after surgical aortic valve replacement, which is 3–4% overall and 7.9% for patients over age 80 at the German Heart Center, Munich, are problematic because patients treated with the transcatheter technique are a selected group of persons at high risk. Ultimately, the survival advantage of transcatheter valve implantation can only be conclusively demonstrated with a randomized study, as is now being carried out for the Edwards-Sapien prosthesis.

Second, long-term follow-up data are lacking. Once these are collected, the potential valve-associated complications and the durability and function of the new prostheses will have to be compared with the corresponding results after conventional, biological aortic valve replacement. In the studies published to date, mean pressure gradients of 9 to 11 mm Hg and effective orifice areas of 1.6 to 1.7 cm² at the time of discharge have been described (8–10, 13, 14), while only one author has reported data at 6 months: gradient 7 mm Hg, effective orifice area 1.5 cm² (14).

In our experience, the hemodynamic function of the prosthesis remains highly satisfactory six months after implantation (figure 4). The mean pressure gradients among our own patients (12 ± 4 mm Hg at the time of discharge and 11± 4 mm Hg six months later) are comparable to those of conventionally implanted bioprostheses (10 to 15 mm Hg, see Ref. [16]). Nonetheless, data with longer follow-up times are indispensable if the indication for transcatheter aortic valve implantation is to be expanded to patients under age 75.

Furthermore, there is evidence that neurological complications arise less commonly after transapical than after transarterial implantation of the prosthetic valve. In our own group of patients, 6.4% of those that underwent transarterial implantation sustained a neurological event (5 infarctions in the territory of the middle cerebral artery with hemiparesis, 1 cerebellar infarction with complete neurological recovery, and 2 patients who failed to wake up after the intervention—corresponding figures from the literature: 4% to 10% [9, 10]), while no patient that underwent transapical implantation sustained any neurological complication (corresponding figures from the literature: 0% to 3.5% [8, 14]). If these findings are borne out by further studies on a larger number of patients, then the choice of approach for transcatheter aortic valve implantation will, in future,
have to take each patient’s individual neurological risk profile into account.

Once these questions are answered, the long-term goal will be to establish clear-cut indications for the transcatheter procedures. At the German Heart Center, Munich, we consider performing a transcatheter procedure in any patient over 75 years old or who would be a high-risk candidate for surgery, as judged both clinically and by the EuroScore (>20%), or if conventional, open surgical valve replacement is definitively contraindicated by, e.g., a porcelain aorta. Our attitude in this respect is consistent with the recommendations recently formulated by the European Association of Cardio-Thoracic Surgery, the European Society of Cardiology, and the European Association of Percutaneous Cardiovascular Interventions (17). These recommendations state that transcatheter aortic valve implantation should only be considered for patients with high-grade, symptomatic aortic stenosis who would be at high operative risk. The degree of risk is supposed to be estimated primarily by clinical judgment, supplemented by quantitative risk scores (EuroScore >20%, STS-Score >10% [STS, Society of Thoracic Surgeons]) (17). The American Heart Association has released a statement to the effect that transcatheter techniques should not be used in patients who are “good surgical candidates” (18), i.e., patients whose operative risk is not elevated.

Moreover, in the recommendations mentioned above, it is emphasized that the ideal place to perform a transcatheter procedure is a hybrid operating room (17), such as is available at the German Heart Center, Munich, and in other institutions. As is stated in the recommendations of the European Association of Cardio-Thoracic Surgery, the European Society of Cardiology, and the European Association of Percutaneous Cardiovascular Interventions, only a hybrid operating room can simultaneously provide both high-quality imaging and the availability of immediate surgical intervention when necessary, including the use of a heart-lung machine (17). In the future, specialized interdisciplinary teams will have to be trained in the performance of these procedures. The borders between cardiac surgery, cardiology, and interventional radiology will become increasingly blurred.

Overview

The technical feasibility of the new methods of transcatheter aortic valve implantation has been demonstrated at multiple centers around the world. The indications for these procedures will have to be further refined in future on the basis of the short- and long-term findings of both randomized and observational studies. The results we have obtained so far at the German Heart Center, Munich, indicate a notable clinical improvement of patients considered inoperable by conventional, open methods, as well as highly satisfactory hemodynamic function of the valvular prostheses six months after their implantation.

The number of catheter-assisted CoreValve prostheses implanted worldwide as of 31 July 2008 (reprinted with the kind permission of CoreValve, Irvine, California)

The technical feasibility of this method has already been demonstrated at a number of centers around the world.

Key messages

- For an increasing number of patients with high-grade aortic stenosis, the risk of surgical aortic valve replacement is very high because of advanced age and major comorbidity.
- For this group of patients, catheter-assisted aortic valve implantation is a new, curative mode of treatment.
- In catheter-assisted aortic valve implantation, an aortic valve prosthesis folded to fit inside a catheter is placed in the aortic position under radiological guidance and then unfolded. Valvular prostheses can be placed by means of catheters either transarterially (usually via femoral puncture) or through the cardiac apex.
- The technical feasibility of this method has already been demonstrated at a number of centers around the world.
- The future role of this new mode of treatment for aortic stenosis will be determined by the results of large-scale randomized trials and observational studies.


Corresponding author
Dr. med. Sabine Bleiziffer
Klinik für Herz- und Gefäßchirurgie
Deutsches Herzzentrum München
Lazarettstr. 36
80636 München, Germany
bleiziffer@dhm.mhn.de